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The major difficulties with equipment for alkalinity or ANC are
the same as for pH measurement—refer to NFM 6.4. Particulate
materials, including algae or other biota, can interfere with the
stability and reproducibility of pH readings. Such difficulties nor-
mally are eliminated by filtering the sample.

When the sample has low ionic strength, or when dissolved or-
ganic compounds or noncarbonate inorganic species are present
that can interfere with the titration (note color, odor, or previ-
ous chemical analysis), follow the procedures for a Gran func-
tion determination.

6.6.5 TROUBLESHOOTING


